INTRODUCTION
============

Forming one of the largest networks in our body, blood vessels deliver nutrients and oxygen to cells while also transporting their metabolic waste products for eventual elimination ([@R1]). Dysregulated blood vessels are found in a variety of clinical disorders involving neoplasia, dysmorphogenesis, or senescence. For example, cancer, capillary malformations (e.g., port wine stains), macular degeneration, and diabetic retinopathy are characterized or caused by excessive angiogenesis ([@R1]--[@R3]). Alternatively, insufficient vascular perfusion may cause organ ischemia or neurodegeneration ([@R1]).

Laser therapy has been widely used for treating hyperangiogenesis, such as occurs with macular degeneration ([@R4]), diabetic retinopathy ([@R5]), port wine stains ([@R6]--[@R10]), and cancer ([@R11]--[@R15]). Conventional laser therapy of pathologic vasculature is largely based on the principle of selective photothermolysis, wherein laser energy can be physically confined within targeted tissue by matching the appropriate wavelength and pulse duration according to a specific chromophore and tissue target ([@R6], [@R16]). The visible-range absorption bands of hemoglobin (i.e., 415 to 430 nm and 542 to 577 nm) provide the basis for targeting blood vessels with lasers ([@R17]). Although the absorption coefficient in the 415- to 430-nm band is an order of magnitude higher than that of the 542- to 577-nm band, laser wavelengths within the latter band are usually used to maximize the differential absorption between hemoglobin and surrounding chromophores such as melanin and also to achieve deeper light penetration. The pulse duration of the laser should be shorter than the blood vessel thermal relaxation time to confine the laser-induced heat to the targeted blood vessels themselves, and at the capillary level, thermal relaxation times are within the millisecond domain ([@R16]). This now conventional, single-photon absorption approach to targeted laser therapy can be referred to as chromophore selective photothermolysis (CSP).

There are two limitations for CSP that could affect certain clinical applications. For blood vessels, the depth of the clinical effect is limited by the fact that the wavelengths used for optimal hemoglobin absorption fall short of the 650- to 950-nm "optical window" for tissue. The other challenge is that, with CSP, there is a potential for all blood vessels within the irradiated volume to be indiscriminately denatured, thereby impairing normal physiologic function after the disease is healed. Recently, researches have started to address the second limitation. For example, phantom experiments using laser pulses at eight different wavelengths between 585 and 1064 nm were explored to target deoxyhemoglobin to spare the arterial vessels ([@R18]).

We hereby introduce an anti-vascular treatment approach for achieving photothermolysis using multiphoton absorption to selectively close targeted single blood vessels without affecting other vessels and surrounding tissues. A tightly focused near-infrared (NIR) femtosecond (fs) laser beam is used to achieve instantaneously super-high power density (\>10^9^ W/cm^2^) at the focal point to induce multiphoton absorption. This absorption is also restricted to the focal point only because, outside of this site, the power density is low. In preliminary work, we have demonstrated multiphoton absorption--based photothermolysis through experiments with ex vivo tissue samples ([@R19], [@R20]). We refer to this approach as spatially selective photothermolysis (SSP) to distinguish it from the conventional single-photon absorption--based CSP. Because single-photon absorption is low within the tissue optical window, radiant energy can be efficiently directed to the target of interest by spatially aligning the laser focal point with the target. The focused laser beam will generate efficient multiphoton absorption at the target because the equivalent light absorption wavelength (i.e., incident wavelength/2) lies within the ultraviolet/deep blue range, where tissue/cellular components such as proteins and nucleic acids exhibit strong absorption. Outside of the focal point, there is no multiphoton absorption due to insufficient photon density, as well as no single-photon absorption due to the low tissue absorption coefficient in the NIR. In addition, NIR photons also penetrate more deeply than the visible wavelengths used with conventional single-photon absorption--based CSP.

In this work, we propose and demonstrate a novel approach for precisely targeted single blood vessel closure using multiphoton absorption--based SSP. [Figure 1](#F1){ref-type="fig"} illustrates the advantages of SSP over CSP for the proposed anti-vascular treatment. With this novel optical approach, it is possible to selectively close some vessels while leaving others intact to preserve normal tissue physiology once the disease is healed.

![Multiphoton absorption--based SSP versus conventional CSP for anti-vascular treatment within the skin.\
(**A**) Before exposure. (**B**) After conventional CSP, all vessels within the light irradiation volume are denatured (indicated by the black-colored blood vessels). (**C**) With SSP, the target vessel is denatured/closed because the tightly focused fs laser deposits the radiant energy in the target vessel (the focal point, indicated by the magenta arrow) through multiphoton absorption, a nonlinear optical phenomenon occurring only at the focal point with high enough light power density. Other vessels and surrounding tissues are not affected. The inset shows that the vessels above the target vessel are not altered, although the fs laser pulses pass through them. Comparing (B) with (C), SSP could also treat vessels located deeper, where CSP could not reach due to the limited penetration depth for visible light.](aan9388-F1){#F1}

RESULTS
=======

Imaging and closing blood vessel without exogenous agent
--------------------------------------------------------

A multimodality optical system as shown in fig. S1 was developed and is capable of imaging, targeting, and closing a single blood vessel at a time in the mouse ear model. The system is also capable of measuring confocal Raman spectrum from a selected microlocation. A 785-nm continuous wave (cw) diode laser was used for reflectance confocal microscopy (cwRCM) to image and select target blood vessels for treatment. After treatment, cwRCM imaging was performed again to confirm blood vessel closure. The same cw laser is also used for confocal Raman measurements. A high-power Ti:sapphire fs laser tuned to 830-nm wavelength was used for blood vessel treatment. The laser beam was scanned over a small area inside a target vessel to perform the treatment. Reflectance confocal microscopy imaging based on the fs laser (fsRCM) was used to monitor the treatment procedure.

The blood vessel is easy to identify via RCM movie (movie S1). This is because the flowing blood cells cause large dynamic changes of the scattered optical signals detected by RCM. The flowing of the cells is readily visible in the movie. However, the contrast between the blood vessel and the surrounding tissue is low in single-frame images. It is difficult to determine whether the blood vessel has been closed according to the single-RCM image illustrated in [Fig. 2A](#F2){ref-type="fig"}. To improve the contrast, we introduced an image processing algorithm, STD, which calculates the standard deviation of each pixel stack from 10 sequential frames of the RCM movie, as shown in [Fig. 2B](#F2){ref-type="fig"}. Because blood cells flow in the vessel, the standard deviation of a pixel in the blood vessel is bigger than that in the surrounding tissues. Therefore, in the STD image, the blood vessel becomes bright, while the surrounding tissue becomes dark. This very well highlights the blood vessels in the image. To apply the STD algorithm, it is important to keep the measurement system stable. The STD images in [Fig. 2C](#F2){ref-type="fig"} show that the "Y"-shaped blood vessel before treatment (top row) has changed to "V" shape (bottom row) after the closure of the vertical blood vessel, which is consistent with movies S1 and S2. [Figure 2 (D to G)](#F2){ref-type="fig"} shows that blood vessels of different sizes were closed by adjusting the fs laser scanning irradiation area and the irradiation time.

![Imaging blood vessel before and after closure.\
(**A** and **C**) RCM and STD images of the same blood vessel before and after closure. (**B**) Algorithm of STD. *N* is the frame number for calculation of STD (in this case, *N* = 10); *I~xy~*(*i*) is the pixel (*x*,*y*) intensity in the *i*th frame; *U~xy~* is the average intensity at pixel (*x*,*y*) over all frames. (**D** to **G**) STD of different sized blood vessels before (top row) and after (bottom row) closure. The dashed white square boxes indicate the scanning irradiation area of the high-power treatment fs laser on the vessels. The pulse energy is 4.5 nJ per pulse, and the irradiation time is in the range of 0.1 to 2.1 s. Scale bars, 50 μm. (See movies S1 and S2 for more details.)](aan9388-F2){#F2}

Selective closure of blood vessel
---------------------------------

One advantage of multiphoton photothermolysis is its capability of inducing highly spatially selective localized damage. We demonstrated that it can precisely occlude a targeted deeper blood vessel while preserving the overlying blood vessel, although the laser light traverses through it. [Figure 3](#F3){ref-type="fig"} shows such an example. There are two blood vessels in [Fig. 3A](#F3){ref-type="fig"}. The vertical blood vessel marked with a white arrow is located under the other vessel marked with a red arrow. The orientation of the two blood vessels is illustrated in [Fig. 3C](#F3){ref-type="fig"}. In the treatment, the laser beam was focused to the vertical blood vessel at the cross area to selectively close this vessel. [Figure 3B](#F3){ref-type="fig"} shows that the vertical vessel blood flow disappears with the closure, while the other vessel above remains with blood flow. Movies S3 and S4 confirm the results shown in the STD images. Both movies S3 and S4 start at deeper depth and move toward the surface. A bright spot appears at the irradiation area in the RCM image when the blood vessel has been closed, as shown in [Fig. 3D](#F3){ref-type="fig"}. The white spot might be due to the coagulation of blood cells.

![Spatially selective blood vessel closure.\
(**A** and **B**) STD image of two blood vessels crossing over but located in different layers before (A) and after (B) treatment. The vertical blood vessel (white arrow) is at the bottom layer, and the other one (red arrow) is on the top layer. (**C**) Orientation of the two blood vessels. (**D**) RCM of the treated blood vessel at the bottom layer. The bright spot (white arrow) in (D) indicates the coagulation of blood cells. The laser pulse energy is 4.5 nJ per pulse, and the irradiation time is 4.5 s. Scale bars, 50 μm. (See movies S3 and S4 for more details.)](aan9388-F3){#F3}

Raman spectra of blood cells before and after blood vessel closure
------------------------------------------------------------------

To study the biochemical changes of the treatment site (white spot in [Fig. 3D](#F3){ref-type="fig"}), we measured the Raman spectra of the site using the confocal Raman modality shown in fig. S1. We first compared the Raman spectra of blood cells and the surrounding tissue structures such as sebaceous gland and collagen to confirm the specificity of the blood cell Raman signal. The results are shown in fig. S2. The blood cell Raman spectrum is substantially different from the others. For instance, only the blood cell spectrum has the hemoglobin characteristic bands (418, 750, and 1543 cm^−1^), while the sebaceous gland has the strongest fatty acid characteristic bands (1065, 1300, and 1442 cm^−1^). We then measured the Raman spectra of blood cells before and after the blood vessel closure, as shown in [Fig. 4](#F4){ref-type="fig"}. Table S1 lists the tentative Raman band assignment based on literature ([@R21]--[@R22]). The band at 377 cm^−1^, the auto-oxidation marker, such as methemoglobin, greatly increased after treatment. The bending band of Fe-O~2~, 418 cm^−1^, decreased when the blood vessel was closed, indicating that the ligation between O~2~ and Fe is weakened in the thermally induced heme aggregation. The vibration bands shifted from 677 and 754 cm^−1^ to 667 and 749 cm^−1^, respectively, due to the denaturation of blood cells. The increasing intensities of the bands at 970 and 1248 cm^−1^ are attributed to the formation of hemoglobin and fibrin aggregates. All these band changes, including increase, decrease, and shift, could be attributed to the coagulation of blood cells.

![Raman spectra of blood cells before (green curve) and after (red curve) the blood vessel closure.\
The Raman bands at 377 cm^−1^ (highlighted in vertical red line) and 970 and 1248 cm^−1^ (highlighted in magenta lines) increased, and the bands at 418 cm^−1^ (highlighted in dark green line) and 1543 cm^−1^ (highlighted in blue line) decreased. The bands at 677 and 754 cm^−1^ (black dashed lines) shifted to 667 and 749 cm^−1^, respectively. The red dashed lines in the images indicate the blood vessel inner edges. The white square represents the fs laser treatment area. The yellow dashed circle indicates the coagulation region. Scale bars, 50 μm. a.u., arbitrary units.](aan9388-F4){#F4}

Point treatment system
----------------------

The results shown above were all obtained with the scanning system (fig. S1), which meant that the blood vessels were closed by scanning the high-power fs laser in the treatment area. Although the scanning system can monitor the fsRCM images during the high-power fs laser irradiation, the imaging field of view (FOV) is limited to the treatment area, and the effect of fs laser irradiation on the surrounding tissue cannot be monitored, as shown in movie S5. To overcome the limitations of the scanning system, we constructed a point treatment system, in which the fs laser beam does not pass through the scanner mirrors, as shown in fig. S3. The fs laser beam and the cw laser beam were combined with a dichroic mirror (DM) before the objective lens so that the switch between the two laser beams was not needed. The DM transmits 785-nm light and reflects 830-nm light. This point treatment system makes it possible to monitor the whole treatment process and evaluate the effect of blood vessel closure on the surrounding tissues.

Using the point treatment system, we studied the dynamics of blood flow during the high-power fs laser irradiation. [Figure 5](#F5){ref-type="fig"} is one of the typical examples. The red dashed lines in [Fig. 5 (A to D)](#F5){ref-type="fig"} delineate the intraluminal margin of the blood vessel. The red dot in [Fig. 5A](#F5){ref-type="fig"} indicates the fs laser irradiation position. The beam size is about 1 μm in the *X*-*Y* horizontal plane and 2 μm in the *Z* depth direction. A bright spot ([Fig. 5B](#F5){ref-type="fig"}) appeared immediately after the high-power fs laser irradiated on the blood vessel. The bright spot evolved to a bright linear signal that aligned with the direction of blood flow ([Fig. 5C](#F5){ref-type="fig"}) as the fs laser exposure continued. With increasing treatment time, the signal intensity at the focal point suddenly showed a marked increase, and the blood vessel began to contract, as shown in [Fig. 5D](#F5){ref-type="fig"}. The whole treatment process appears in movie S6. We plotted the average image intensity over a 50 μm × 50 μm square around the focal point as a function of time ([Fig. 5F](#F5){ref-type="fig"}), and it showed three events during the treatment. As the fs laser irradiated the blood vessel, the intensity increased greatly and lasted for about 1.5 s. With further laser exposure, the signal intensity increased even further to an even higher level (twofold). The signal intensity then decreased immediately when the vessel was closed and the fs laser was turned off.

![Morphological dynamics of a large size blood vessel before, during, and after treatment using the point treatment system.\
(**A** to **E**) RCM images of the blood vessel before treatment, laser on, 1 s later, 2 s later, and after occlusion. The red dashed lines in (A) to (D) show the blood vessel edges. The red dot in (A) indicates the fs laser irradiation position. There is a bright spot \[indicated by the arrow in (B)\] at the fs laser irradiation position immediately after the laser is turned on. The bright spot becomes a bright stripe \[as outlined by the white dashed curve in (C)\] after the fs laser has irradiated for 1 s. A very bright spot appears after the fs laser has irradiated for 2 s, and the blood vessel begins to contract \[as indicated by the arrow in (D)\]. Scale bars, 50 μm (A to E). (**F**) Averaged intensity over an area surrounding the fs laser irradiation point (50 μm × 50 μm) variation with time. Time points (A) to (E) correspond to the images in panels (A) to (E), respectively. (See movie S6 for more details.)](aan9388-F5){#F5}

Movie S6 shows interesting dynamics of the vessel closure process under point beam treatment. The associated physical, biochemical, and biological changes deserve further investigation, especially histological analysis.

Partial blood vessel occlusion
------------------------------

The point treatment system could be used to close a blood vessel completely. Furthermore, it could also be used to partially block a blood vessel, as shown in [Fig. 6](#F6){ref-type="fig"}. We can see blood cells marked with red arrows before the laser irradiation ([Fig. 6A](#F6){ref-type="fig"}). Both are bright spots. Some blood cells can also be visualized in the vessel after the laser irradiation ([Fig. 6B](#F6){ref-type="fig"}), which indicates that the blood vessel has been partially blocked. The STD image ([Fig. 6, C and D](#F6){ref-type="fig"}) and movie S7 also demonstrate that the blood vessel was partially blocked. The speed of blood cells could be calculated from the movie. We traced eight cells in the movie and calculated their speed before and after treatment. The results are shown in [Fig. 6E](#F6){ref-type="fig"}. The mean speed of the eight cells increased by about 40%, from 0.021 to 0.029 mm/s, after partial closure of the vessel (Fig. 6E).

![Partial blood vessel occlusion.\
(**A** and **C**) RCM and STD images of a blood vessel before treatment. The blood cells marked with red arrows can be clearly identified. (**B** and **D**) RCM and STD images of the same blood vessel after treatment. Scale bars, 50 μm. The white arrow in (B) indicates the coagulation part, corresponding to the dark area in the STD image (D). The flowing cells indicated by red arrows in (B) suggest that the blood vessel was partially blocked. (**E**) Speed of red blood cells (RBCs) before and after treatment. The average speed of RBCs increased significantly, from 0.021 to 0.029 mm/s (*P* \< 0.05, by paired *t* test; *n* = 8). (See movie S7 for more details.)](aan9388-F6){#F6}

DISCUSSION
==========

We developed two different systems for imaging the vessels, delivering the treatment fs laser beam, and monitoring the treatment process/effects. One system (fig. S1) enables the treatment beam to scan a region of interest (ROI) small area inside the vessel. Full field of view (FOV) RCM imaging is carried out before treatment to detect and select targeting vessel for closure. Full FOV image is taken again after treatment to assess the treatment effects. The treatment process can only be monitored by the ROI imaging, with the drawback of not seeing the surrounding tissues. The other system (fig. S3) enables point treatment (fs laser focal spot stays still) but full FOV monitoring of the therapy process. In our future studies, we will develop a more versatile system by adding another *X*-*Y* scanner between the fs laser and the DM in fig. S3 to realize variable ROI treatment under full FOV imaging guidance. This will enable us to design experiments to study whether there are differences between the point mode treatment and the ROI scanning mode treatment, as well as the effect of the ROI size on the treatment outcome. In both systems, the imaging beam and the treatment beam are well aligned with each other, and their focal planes are located accurately at the same depth level. The depth of treatment depends on the scattering properties of the tissue. The maximum depth could be about 400 μm for skin tissue and larger than 1 mm for brain tissue. For ophthalmology applications, we see no problem for the laser beam to penetrate through the eye ball and treat retinal blood vessels.

This study represents the first demonstration of multiphoton absorption--based photothermolysis (or simply called multiphoton photothermolysis) in vivo. We have demonstrated that precise closure of a single blood vessel can be achieved through multiphoton photothermolysis under RCM monitoring and without any need for an exogenous agent. Confocal Raman spectroscopy indicated that vessel closure was mediated by coagulation of blood cells. We also demonstrated that partial vessel occlusion could be achieved, and it is accompanied by increased intravascular blood cell speed.

Closing blood vessels with multiphoton photothermolysis could presumably be used to treat diseases related to excessive angiogenesis. The advantages of this approach over conventional (single-photon) photothermolysis treatment are more precise target selectivity and deeper effective treatment depth. Because this new technique is spatially selective, a single blood vessel could be closed precisely without damages to other neighbor vessels and surrounding tissues. This would allow selective denaturation of certain vessels while sparing other vessels to preserve normal tissue physiology once the disease is healed. Both the treatment and monitoring are label free and conducted in a noninvasive fashion. This is a precise "see and treat" microsurgery type anti-vascular method and holds particular promise for treating diseases in complex organs such as the eye (noninvasively) or brain, where high spatial selectivity is critical for preventing collateral effects on vision or central nervous system function. It represents a precision medicine approach for vascular disease treatment on a per-vessel/per-lesion basis.

Besides treatment of diseases related to excessive angiogenesis, closing blood vessels with multiphoton photothermolysis could also be used to create an ischemic stroke model. Stroke is one of the leading causes of death worldwide ([@R23]), and about 87% of stroke is of ischemic origin ([@R24]). Building ischemic stroke models would be of value to investigate the mechanism of ischemic stroke. Some technologies such as surgery ligation and drug administration have been used to build ischemic stroke model in murine animals ([@R25]--[@R28]). However, these technologies are not able to build precise ischemic stroke models. Nishimura *et al.* ([@R29]) have demonstrated that precise stroke models could be built with ultrashort laser pulses and injected fluorescein-conjugated dextran. However, the injected fluorescein-conjugated dextran may interact with the medicine when studying the effect of the medicine on ischemic stroke. The use of exogenous agent may also interfere with other biological processes; therefore, it is not desirable for basic vascular biology study. Conversely, in our approach, no exogenous agent is needed. This will benefit medicine investigation and basic vascular biology study.

MATERIALS AND METHODS
=====================

Study design
------------

In this study, the in vivo targeting of single cutaneous vessels was demonstrated using a mouse ear model. In vivo RCM was used to localize a target vessel, monitor the treatment process, and then confirm the closure of the selected vessel. In vivo confocal Raman spectroscopy was used to characterize the biochemical changes at the targeted treatment sites for understanding the anti-vascular action mechanism.

Animal model
------------

NODSCID mice were used in this study. In total, 83 blood vessels on the ears of 12 mice were treated with a fs laser beam. During laser treatment, the mice were anesthetized intraperitoneally with chloral hydrate (3%, 1 ml/100 mg). Mouse ear hair was removed with depilatory cream before laser treatment. The mouse ear for treatment was adhered to a glass slide with a double-sided tape. Distilled water was added in between the mouse ear and the microscope objective for refractive index matching. All animal experiments were performed according to a protocol approved by the University of British Columbia Animal Care Committee (certificate number: A10-0338).

Multimodality optical system for imaging and closure of blood vessel
--------------------------------------------------------------------

A real-time (15 frames/s) multimodality optical microscopy system was developed to image and close blood vessels (fig. S1). A high-power Ti:sapphire fs laser (Chameleon, Coherent Inc., Santa Clara, CA) tuned to 830 nm was used for blood vessel treatment. The fs laser power on the mouse ear was 400 mW, which corresponded to 4.5 nJ per pulse with a 90-MHz pulse repetition rate. The total fs laser dose required to close a blood vessel varied with vessel diameter, blood cell speed, and the vessel depth within the skin. To control the fs laser fluence, the treatment procedure was monitored with fsRCM, in which the descanned fs laser reflectance signal was collected with an avalanched photodiode (APD). To avoid signal saturation and APD damage due to the intense fs laser power, the gain of the APD was reduced to the minimum, and one neutral density filter was used to attenuate the reflectance signal. A cw laser with a 785-nm wavelength was used to perform RCM imaging (cwRCM) before and after the fs laser treatment to confirm blood vessel closure. The cw laser was also used to excite the blood vessel Raman signal, which, in turn, was extracted with a DM. The DM reflects 785-nm light and transmits light at longer wavelengths. A flip mirror was used to switch between these two lasers. The Raman spectrometer was equipped with a NIR-optimized back-illumination deep-depletion charge-coupled device (CCD) array (Spec-10:100BR/LN, Princeton Instruments, Trenton, NJ) and a transmissive imaging spectrograph (HoloSpec f/2.2 NIR, Kaiser, Ann Arbor, MI) with a volume phase technology holographic grating (HSG-785-LF, Kaiser). The CCD has a 16-bit dynamic range and was cooled with liquid nitrogen to −120°C.The spectral resolution of the system is 8 cm^−1^.

Confocal Raman spectroscopy
---------------------------

The Raman spectra were collected and analyzed according to a similar approach in our previous work ([@R30], [@R31]). In brief, with the confocal arrangement, the Raman signal was collected from the focal volume of the 785-nm cw laser beam. The excitation power incident on mouse ear was 20 mW, and the acquisition time for one spectrum was 20 s. The raw data included the Raman scattering and autofluorescence background. The autofluorescence background was removed using the Vancouver Raman Algorithm, which is based on an iterative polynomial fitting method ([@R32]).

Statistical analysis
--------------------

Student's *t* test was used to evaluate the statistical difference. *P* \< 0.05 means a significant difference.
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Fig. S1. Optical system for imaging and closing mouse ear blood vessels.

Fig. S2. In vivo confocal Raman spectra of blood cells, sebaceous gland, and collagen.

Fig. S3. Schematic of the point treatment system.

Table S1. Tentative assignment of Raman bands.

Movie S1. Y-shaped blood vessels before closure of the vertical blood vessel.

Movie S2. V-shaped blood vessel after closure of the vertical blood vessel.

Movie S3. Three-dimensional orientation of two blood vessels before treatment.

Movie S4. Three-dimensional orientation of two blood vessels after treatment.

Movie S5. fsRCM of the blood vessel during the fs laser treatment.

Movie S6. The dynamic process of the blood vessel closure using the point treatment system.

Movie S7. Partial closure of blood vessel.
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